Cochlear implant (CI) users often show improved speech perception and localization with two CIs compared with one alone ([@bibr4-2331216516668302]; [@bibr5-2331216516668302]; [@bibr31-2331216516668302]). However, their binaural benefits are less than those found with normal-hearing listeners ([@bibr13-2331216516668302]; [@bibr20-2331216516668302]). The benefits may be suboptimal because, despite differences in electrode array insertion depth and neural survival for the left and right ear ([@bibr3-2331216516668302]; [@bibr7-2331216516668302]; [@bibr22-2331216516668302]; [@bibr26-2331216516668302]; [@bibr29-2331216516668302]), these patients' clinical maps traditionally route a given frequency region in the input to the same numbered electrode in the left and right array. This may result in a situation where electrodes that receive the same frequency allocation stimulate different regions of the two cochleas. This mismatch may yield different pitches and may also reduce the patient's binaural benefits. For example, sensitivity to two binaural cues for localization, interaural time differences (ITDs) and interaural level differences (ILDs), can both be degraded by place or pitch mismatches ([@bibr9-2331216516668302]; [@bibr23-2331216516668302]; [@bibr31-2331216516668302]), as can speech perception in noise ([@bibr33-2331216516668302]; [@bibr34-2331216516668302]). Additionally, the signals from the two ears may not fuse together when large mismatches occur ([@bibr1-2331216516668302]; [@bibr12-2331216516668302]; [@bibr28-2331216516668302]). This suggests that having a proper pitch alignment across the two arrays could be beneficial in providing maximal benefits for bilateral CI users.

For CI users, pitch mismatches could potentially result from differences in place of stimulation (i.e., place pitch) or differences in pulse rates (i.e., temporal pitch). In terms of place pitch, in general, the more apical the stimulation location, the lower the pitch (e.g., [@bibr6-2331216516668302]; [@bibr16-2331216516668302]). In terms of temporal pitch, for certain ranges of pulse rates, the slower the pulse rate, the lower the pitch ([@bibr6-2331216516668302]; [@bibr19-2331216516668302]; [@bibr27-2331216516668302]; [@bibr30-2331216516668302]; [@bibr35-2331216516668302]). Although it is possible to have pitch differences between the two ears based on either place of stimulation or pulse rate, clinical pulse rates, which are generally above 900 Hz, are typically too high to yield discriminable temporal pitch. Temporal pitch is generally discriminable for pulse rates below approximately 300 Hz ([@bibr15-2331216516668302]; [@bibr27-2331216516668302]; [@bibr35-2331216516668302]), although some CI users are able to discriminate temporal pitch up to approximately 900 Hz ([@bibr14-2331216516668302]). Thus, pitch mismatches based on different pulse rates in the two ears are unlikely with clinical pulse rates.

Pitch mismatches have been found for bilateral CI patients ([@bibr11-2331216516668302]; [@bibr12-2331216516668302]; [@bibr26-2331216516668302]; [@bibr29-2331216516668302]). Bimodal patients and patients with single-sided deafness and a CI in one ear presumably have a large mismatch between the stimulation location and the assigned frequency allocation ([@bibr18-2331216516668302]). For these patients, mismatches between the electric and acoustic ear are also prevalent ([@bibr24-2331216516668302]; [@bibr32-2331216516668302]).

Despite factors that may result in pitch mismatches, CI users may have the capability of adapting over time, yielding increasingly similar pitches for electrodes assigned the same frequency allocation in the two ears. For example, [@bibr26-2331216516668302] found that, for a patient with a 10-mm array in one ear and a 24-mm array in the other ear, pitch misalignment was dramatically reduced by over 10 mm with adaptation. Although adaptation was not complete for this individual, the magnitude of the adaptation was large (see also [@bibr29-2331216516668302]). Such a large magnitude of adaptation may be sufficient to correct the presumably smaller pitch misalignments for bilateral CI patients with the same length array in both ears. As such, it is possible that pitch mismatches may be rare for experienced bilateral CI users.

Because previous studies have compared pitch matches at relatively few locations and with few participants, the goal of this study was to use a relatively large sample size to determine whether pitch misalignments are prevalent or rarely occur, with a particular emphasis on CI users with at least 2 years of bilateral CI experience.

Methods {#sec1-2331216516668302}
=======

Participants {#sec2-2331216516668302}
------------

Pitch matching data were collected from 16 participants as part of ongoing experiments. For 11 participants (C03, C14, I01, I02, I03, I05, I06, I10, I11, I14, and I26), the data were collected as a preliminary step in ongoing studies examining different methods for creating bilateral maps (e.g., [@bibr2-2331216516668302]). For I04, I07, I09, I13, and I15, the data were collected as part of an ongoing longitudinal study investigating new bilateral users. All participants had Advanced Bionics CII or HiRes 90 K implants. Their bilateral CI experience ranged from 0 days to 12 years (see [Table 1](#table1-2331216516668302){ref-type="table"}). Table 1.Participant Characteristics Ordered by Bilateral Implant Experience.SubjectAgeGenderHearing loss onset^[a](#table-fn2-2331216516668302){ref-type="table-fn"}^CauseArray typeImplant experienceI1546Female6 months oldMeaslesHiFocus Mid-Scala (L) HiFocus 1J (R)0 days (L) 10 years (R)I0753Male30 years oldFamilialHiFocus Mid-Scala (L & R)1 week (L) 1 week (R)I0956Male27 years old (L) 43 years old (R)UnknownHiFocus Mid-Scala (L & R)1 year (L) 2 weeks (R)I0457Female36 years oldProgressive autoimmuneHiFocus Mid-Scala (L) HiFocus 1J (R)1 month (L) 1 years (R)I1333Male3 years oldHigh fever/viralHiFocus Mid-Scala (L & R)6 months (L) 1 year (R)I1049Female29 years oldAutoimmuneHiFocus Mid-Scala (L & R)1 year (L) 2 years (R)I0656Female36 years oldGenetic---MaternalHiFocus Mid-Scala (L) HiFocus 1J (R)1 year (L) 3 years (R)I1167Male9--10 years old (L) 57 years old (R)Sudden, unknownHiFocus Mid-Scala (L) HiFocus 1J (R)2 years (L) 10 years (R)I0260Female2 years oldMeningitisHiFocus 1J (L & R)2 years (L) 5 years (R)I1465Male\<25 years oldMénière's, progressiveHiFocus Mid-Scala (L) HiFocus Helix (R)2 years (L) 3 years (R)I2645FemaleBirthHereditaryHiFocus Mid-Scala (L & R)2 years (L) 2 years (R)C0357Female29 years oldHereditaryHiFocus 1J (L & R)7 years (L) 4 years (R)C1448Male4.5 monthsMaternal rubellaHiFocus 1J (L & R)4 years (L) 8 years (R)I0162FemaleBirthUnknownHiFocus 1J (L & R)8 years (L) 5 years (R)I0370FemaleBirthUnknownHiFocus 1J (L & R)12 years (L) 7 years (R)I0556Male5 years oldUnknown (injury or genetic)HiFocus 1J (L & R)12 years (L) 12 years (R)[^1][^2]

Electric Stimulation {#sec3-2331216516668302}
--------------------

Stimulation was controlled with the Bionic Ear Data Collection System (BEDCS version 1.17) or HRStream (version 1.0.2). Both systems allow equivalent control over stimulation parameters. Participants were stimulated with pulse trains consisting of approximately 32 µs phase durations and a pulse rate of approximately 976 pulses per second. These parameters were chosen based on the other ongoing experiments in which the individuals were involved. Although the pulse rate used was below those used in their clinical processors (typically 1,856 pulses per second), both the rate used for the current data and that used in the clinical maps were above those that should provide discriminable temporal pitch (e.g., [@bibr14-2331216516668302]) and within the range for other clinical processors.

To minimize confounding loudness differences for the stimuli presented in the pitch-matching task, electrodes were loudness balanced within and across arrays. The signal was loudness balanced at a most comfortable loudness level within each array by presenting groups of four adjacent electrodes in sequence using 500-ms pulse trains with a 1-s interstimulus interval. Electrode 1 was the reference electrode for the first group, and stimulation on that electrode was presented at the most comfortable level. The stimulation level was adjusted by the experimenter for any electrode that the participant indicated was perceived as louder or softer than the level of the first electrode. This adjustment was typically done in 1--2 µA steps. After all electrodes in that group were loudness balanced, a new group of four adjacent electrodes was chosen with the first electrode from the new group being the same as the last electrode from the previous group (e.g., Group 1: Electrodes 1--4; Group 2: Electrodes 4--7).

When loudness balancing across arrays, stimulation consisted of 500-ms pulse trains with an interstimulus period of approximately 500 ms. Stimulation alternated between the left and the right ear. Loudness balancing across ears was conducted by either having the subjects use a mouse to increase or decrease the stimulation level of the target by 0.5, 1, or 1.5 dB or by having the experimenter adjust the loudness of the target stimulation based on the subjects' report of the loudness of the target stimulation compared with the reference stimulation. (These differences were dependent on the particular experiment in which the subject was involved.) The reference stimulus was set at the most comfortable level. Loudness balancing across arrays was conducted for electrode 10 and the stimulation levels for all electrodes were subsequently globally adjusted by shifting the stimulation level by the same percentage of the dynamic range for all electrodes.

Pitch-Matching Procedures {#sec4-2331216516668302}
-------------------------

Pitch matching was conducted using 500-ms pulse trains delivered to the left and right ear sequentially with an approximately 500-ms interstimulus interval. For pitch matching, the reference ear was usually the left ear. Place of stimulation could be adjusted in the target ear in 0.1 electrode steps using current steered virtual channels (e.g., [@bibr8-2331216516668302]; [@bibr17-2331216516668302]) by turning a knob (Powermate, Griffin Technology) or clicking on arrows using the mouse. To minimize bias based on the initial target location, the starting stimulation location for the target was randomly selected for each reference. This process of stimulus presentation followed by a subject-directed change in the place of stimulation continued until the left and right ear stimulation was perceived as having the same pitch. Pitch matches were obtained for at least 22 unique reference locations, typically separated 0.5 to 1 electrode apart. For most participants, each reference location was used only once. However, for C03, 6 of the 33 reference locations were measured twice and for I02, 4 of the 34 reference locations were measured twice. In both cases, the repeated measures yielded similar results, with an average test--retest difference in terms of the pitch-matched stimulation site of 0.3 electrodes for C03 and 1.2 electrodes for I02. The procedures were approved by the St. Vincent Medical Center institutional review board (affiliated with the House Ear Institute) and the institutional review board for the University of Illinois at Urbana-Champaign.

Data Analysis {#sec5-2331216516668302}
-------------

The pitch-matching data were fit with a least trimmed squares regression (a robust regression measure) and the 95% confidence interval for the fit was calculated using a bootstrap method. This was done by generating a series of bootstrap distributions, each created by randomly sampling with replacement from a participants' pitch-matching data such that there were the same number of data points in the bootstrap distribution as in the original distribution. Five hundred and ninety-nine bootstrap distributions were generated, and a linear fit was calculated for each bootstrap distribution. Based on that linear fit, each of the 16 reference electrodes (the number used in the Advanced Bionics arrays used by the participants) was paired with a stimulation location in the opposite ear based on the following equation: $$P = \alpha R + I$$ where *P* is the paired location, *α* is slope, *R* is the reference, and *I* is the intercept derived from the linear fit.

The 95% confidence interval was separately calculated for each reference electrode by rank ordering the pitch-matched target locations for each electrode and selecting the 14th smallest and 585th largest values (i.e., 95% of the predicted pitch matches fell between those two values). The magnitude of the confidence intervals is indicative of the variability in a participant's pitch-matching data, with larger confidence intervals indicating greater variability. The 95% confidence interval was compared to the isoline (the line that would indicate matches based on the patients' clinical frequency allocation tables). If the confidence interval did not overlap the isoline for a given reference electrode, it indicated that the pitch-matching data significantly deviated from the isoline for that reference location.

Results {#sec6-2331216516668302}
=======

The results showed that for 14 of the 16 participants, the pitch-matching data significantly deviated from what would be predicted by the frequency allocations for at least one electrode (20% trimmed mean: 7.5 electrodes significantly deviated from the pairing predicted by the frequency allocation, see [Figure 1](#fig1-2331216516668302){ref-type="fig"}; individual pitch-matching data are presented in [Figure 2](#fig2-2331216516668302){ref-type="fig"}). This indicates that a portion of the clinically paired electrodes were not perceived as pitch matched for the majority of the participants. Results were similar when pitch matches were compared with matches predicted by electrode numbers, which often, but not always, corresponded with frequency allocation. Importantly, these significant mismatches occurred both with those with minimal bilateral CI experience and those with extensive bilateral CI experience. The number of significant mismatches is likely a conservative estimate of mismatches, given the large variance and thus large confidence intervals for some participants, which reduces power in the analysis. The difference between electrodes paired based on the linear fit of the pitch-matching data and those predicted by frequency allocations was calculated based on the following equations: where MD is maximum difference, *x~i~* is an individual electrode, *pm* is pitch matched to *x~i~* and *am* is allocation matched to*x~i~*. $$\text{AD} = \frac{\sum\limits_{i = 1}^{N}|{pm}(x_{i}) - {am}(x_{i})|}{N}$$ where AD is average difference, *x~i~* is an individual electrode, *pm* is pitch matched to *x~i~*, *am* is allocation matched to *x~i~* and *N* = 16 (i.e., the number of electrodes for the devices the participants had). Figure 1.Number of electrodes that significantly deviate from the clinical pairings for each participant. Figure 2.Individual pitch-matching data showing that, for most participants, pitch-matched electrode pairs significantly deviate from the isoline for at least part of the array. Panels are organized from shortest bilateral CI experience (top left) to longest bilateral CI experience (bottom right). The duration of bilateral CI experience is indicated in the top left corner of each panel. Circles indicate one pitch-matching trial. The dashed line represents the matches based on electrode numbers in the left and right processor. The gray line represents the matches based on frequency allocations in the left and right processor. The gray area indicates the 95% confidence interval for a linear fit of the pitch-matching data. The blue hatched area highlights the regions where there is a significant deviation from the frequency allocation. Asterisks in the upper left corner of a plot indicate that there was a significant deviation from clinically paired electrodes for at least part of the array for that participant.

These analyses indicated that the 20% trimmed mean for the maximum difference was 2.4 electrodes and the average difference between the pitch-matching data and the frequency allocation predictions was 1.3 electrodes (see [Figures 3](#fig3-2331216516668302){ref-type="fig"} and [4](#fig4-2331216516668302){ref-type="fig"}). This corresponds to 2.5 and 1.3 mm, respectively. Figure 3.Maximum magnitude of the difference between the pitch-matched electrode pairs and the clinical pairings for each participant. Figure 4.Average magnitude and standard deviation of the difference between the pitch-matched electrode pairs and the clinical pairings for each participant.

To determine whether the pitch misalignment for clinically paired electrodes was related to length of bilateral CI use, length of bilateral CI use was compared, using a correlation analysis, with the maximum and average magnitude of the distance between their pitch-matching fit and the pairing based on frequency allocation as well as the number of electrode pairs significantly different from the pairings based on frequency allocation. The results indicated that there was no significant relationship for either of those correlations (*p* \> .1 for both analyses).

Discussion {#sec7-2331216516668302}
==========

The results indicate that, for the majority of the participants, pitch matches deviated from matches based on the patients' clinical frequency allocation table for at least part of the array, suggesting that pitch mismatches are prevalent for bilateral CI users. Because larger pitch-matching variability yields greater confidence interval magnitudes, the prevalence of mismatches found in this study may underestimate the true prevalence. One caveat is that the Advanced Bionics 1J array, which many of the participants used, has higher insertion depth variability than other arrays ([@bibr18-2331216516668302]), and this may have increased the probability that the left and right arrays had different insertion depths, resulting in more pitch misalignments.

In terms of length of bilateral CI experience, mismatches occurred for both individuals with virtually no bilateral CI experience and individuals with many years of bilateral CI experience. This suggests that experience is not sufficient to alleviate mismatches. It is not possible without longitudinal data to determine whether mismatches were reduced with experience. However, previous research indicates that CI users have the capability of adapting over time, at least when there are large initial mismatches (e.g., [@bibr26-2331216516668302]; [@bibr29-2331216516668302]). The current results may indicate that pitch-matching adaptation does not occur for bilateral CI patients with modest initial pitch mismatches, possibly because of broad pitch fusion ([@bibr25-2331216516668302]). Alternatively pitch-matching adaptation may occur but require more time than provided in this dataset or adaptation may be limited, possibly by the innate tonotopic organization of the cochlea.

The results from I09 suggest that the tonotopic organization of the cochlea may have a larger influence than the frequency allocations. I09, who had 2 weeks of bilateral experience, had a medial electrode disabled on the left array, resulting in a nonlinear relationship between the frequency allocations in the left and right ear as shown by the gray line in [Figure 2](#fig2-2331216516668302){ref-type="fig"}. Despite this nonlinearity, his pitch-matching data were well modeled with a linear fit (see [Figure 2](#fig2-2331216516668302){ref-type="fig"}). Additionally, the electrodes to the left and right of the disabled electrode were pitch matched to locations separated by two electrodes, consistent with the physical separation of the electrodes in the left ear but not the frequency allocation. This suggests, at least with limited experience, that the physical locations of the electrodes may play a large role in which stimulation locations perceptually match across ears, although additional experience may have yielded results more consistent with the frequency allocation. I01 also had a medial electrode disabled in one ear. However, given the variability in her pitch matching for basal electrodes, it is difficult to determine whether the physical electrode location matters more than the frequency allocation for that participant.

There are various potential methods for determining the optimal alignment including ones based on perceived pitch matches between ears ([@bibr2-2331216516668302]; [@bibr10-2331216516668302]; [@bibr12-2331216516668302]), ITD sensitivity ([@bibr11-2331216516668302]; [@bibr21-2331216516668302]; [@bibr23-2331216516668302]), ILD sensitivity ([@bibr21-2331216516668302]), and the binaural interaction component ([@bibr11-2331216516668302]). Although there is some variability across these different methods, pitch matches are typically within approximately one electrode of the optimal paired location based on these different measures ([@bibr11-2331216516668302]; [@bibr23-2331216516668302]). In comparison, the largest mismatch between the electrodes paired based on frequency allocations and those based on pitch matches was typically twice as large. This suggests that differences between the various methods of optimally pairing electrodes are smaller than the misalignments that would occur when using typical clinical frequency allocations.

Aligning the two arrays based on pitch can yield important improvements in performance. For example, it can improve lateralization abilities ([@bibr10-2331216516668302]; [@bibr12-2331216516668302]), ILD sensitivity ([@bibr9-2331216516668302]; [@bibr21-2331216516668302]), ITD sensitivity ([@bibr21-2331216516668302]; [@bibr23-2331216516668302]), and the ability to fuse sounds from the two ears into a single auditory object ([@bibr1-2331216516668302]; [@bibr12-2331216516668302]). Although attempts are rarely made clinically to perceptually align the two arrays, presumably based on the assumption that adaptation will correct for those mismatches over time, the current data strongly suggest that adaptation is not sufficient to correct for mismatches.

Conclusions {#sec8-2331216516668302}
===========

The results from this study suggest that pitch mismatches with clinically paired electrodes are likely to be very prevalent for bilateral CI users. This is true even for those with extensive bilateral CI experience, indicating that, while users may adapt to mismatches, that adaptation is, at best, partial. Such mismatches may reduce the benefits patients receive from bilateral CIs.
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[^1]: *Note*. L = left ear; R = right ear.

[^2]: ^a^Calculated based on self-reported time of first-noticed hearing loss.
